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METHODS  OF  USING  STANDARD- FRjT>Q,tJEN CY  -RADIO  EMISSIONS . 
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The  National  Bureau  <xf:y S t andard s broadcasts  standard  fre- 
quencies by  radio.  The Xethodg''  of  measurement  by  which  these 
are  utilized  are  given  in  this  pamphlet,  which  is  divided  into 
four  parts. 


Part  1 gives  methods  of  using  the  carrier  frequencies  for 
the  calibration  of  standard • oscillators  in  simple  cases  where 
the  frequencies  have  such  numerical  values  as  to  be  readily 
checked  directly  in  terms  of  the  emissions.  The  information 
is  given  specifically  in  term's  of  measurements  upon  the  FOOO-kc 
emissions,  but  there  should  be  little  difficulty  in  applying 
the  methods. to  the  10,GC)G-kc  and.  15,0 00- he  emissions,  using 
higher  harmonics  of  the  auxiliary  generator.  Further  amplifi- 
cation,, and  suitable  increase  in  the  frequency  of  the  auxiliary 
generator,  -should  enable  one  to  use  any  of  the  emissions  after 
some  trial  and  adjustment  of  equipment. 

Part  ?:  gives  details  for  the  checking  of  . broadcast  fre- 
quencies. The'  discussion  is  divided  into  three  sections,  A,  B, 
and  C,  progressing  in  difficulty  of  measurement.  Section  A 
deals  with  only  two  frequencies,  1000  and  12^0  kc/s;  very  little 
apparatus  is  required  for  measurements  at  these  frequencies. 
Section  B gives -the  method  Of  measurement,  using  an  auxiliary 
generator,  for  frequencies  which  are  multiples  of  5^  kc/s. 
Section  0 gives  the  method  of  measurement  for  any  broadcast 
frequency  (multiples  of  ten). 

Part  3 describes  methods  of  using,  the  standard  audio  fre- 
quency furnished  as  a modulation  frequency  with  certain  of  the 
emissions.  It  gives  methods  of  checking  a local  frequency, 
controlling  a source  of  audio  or  other  frequency,  and  producing 
a standard  of  time  rate. 

Part  4 is  a bibliography,  in  which  references  to  other 
methods  of  frequency  measurement  may  be  found,  and  devices  for 
use  in  frequency  measurements  are  described.  The  references 
give  other  methods,  which  range  from  those  using  very  simple 
apparatus,  giving  results'  only  moderately  accurate,  to  methods 
using  complicated  apparatus  giving . results  accurate  to  better 
than  a part  in  a million. 
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— 3P  Standard  Frequency  Emissions.-  The  National  Bureau  of 
Standards  transmits  standard  frequencies  from  its  station  WW 
Beltsville,  Md. , near  Washington,  D.C.  5 


na.cn  Tuesday  and  Friday  (except  legal  holidays)  three  fre- 
quencies are  transmitted  as  follows:  noon  to  1 P.M. , Eastern 
Standard  Time,  15,000  kc/s;  1:15  to  2:15  P.M. , 10,000  kc/s; 

"'U  3 • P«M.  , 5j0°0  kc/s.  Each  Wednesday  the  same  fre- 

quencies are  transmitted,  on  the  same  schedule  but  with  lower 
power,  ana  carrying. a standard  frequency  of  1000  cycles  per 


second  as  a modulation  (see  Part  3 hereof). 


The _ emissions  on  5,000  kc/s  are  particularly  useful  at  dis- 

innnn  a fGW  hundred  miles  from  Washington,  those  on 

10,000  kc/s  are  useful  for  most  of  th 
and  those  on  15,000  kc/s  are  useful 
J.S.,  and  to  some  extent 


are  use 
in  other  parts  of 


_e  rest  of  the  United  States, 
in  the  western  part  of  the 
world. 


the 


in/.  accuracy  of  the  frequencies  as  emitted  is  at  all  times 

nf  H-hrt  tn?n  1 part3  in  5>000,000.  The  Bureau  will  furnish  details 
oi  the  emission  schedule  upon  request. 


.Part  1.  Checking  standard  Oscillators 


rnpv  pf  Mqasuromont.-  While  the  standard  frequency  emission 

may  Du  used  for  many  standardization  purposes,  the  most  common  us 
Th.  accurately  frequency  of  a standard  oscillator, 

verieblo  ?^nn?G0SSary  iS  U)  thG  oscillator,  (2)  a continuously 
yaria,le,^dlo“fre^uoncy  generator  which  is  approximately  cali- 


^a^Td;?  (3)  a variable  audio- frequency  generator,  and  (4)  a radio 
Set°  - L+J  n1S  dGsirablG  f nat  the  receiving  set  have  auto- 
" uiflfi  control.  A frequency  meter  of  resonance  type  is 
useful  but  is  not  essential. 


also 


fundamental  f r 0ClUGncy  of  a piezo  oscillator  is  fixed 
/+  ^!/Gnsions  pf  thc  quartz  plate  used.  The  vacuum-tube 
„ rangeiiienc  m which  the  quartz  plate  is  connected  gives 

£rpri^°asT,har!/?n/;GS  for  each  fundamental  frequency.  The  radio 
?nvuJa^G  ’ 7aich  is  continuously  variable,  can  be  adjusted  to 
fund  am  p-nt  q i °f'3  o,and  llk?wise  gives  a series  of  harmonics  for  each 
of  th^di'nffqU+y  t0  whlch  if  is  adjusted.  if  the  frequency 
produced  ^fc^Gr°r^1S  Iaried  ovor  a widG  range,  boat  notes  are 
tion  of  virinnfu01  °-  s°fflnSs.  °f  generator  by  the  intcrac- 
eiezo  oqniiiot^  narifoniG9  °-  fke  fundamental  frequency  of  the 
tho  ecn  rul  V S a harmonic  of  the  fundamental  frequency  of 
chonfa  enf+o’ni  T d eat  no  res  may  be  heard  in  a pair  of  tele- 
let  or  S a connected  to  the  generator  or  to  the  piezo  oscil- 

with  * cor?-Q^n^enCy-FPreSGnt  ln  the  piozo  oscillator  can  beat 

which  make^?t  ^n^ifrG?UGnCy  presont  in  fke  radio  generator, 

quencioo  which  L«lblG  • tc\  s et  f llG . generator  at  a number  of  fre- 

of  the  uiezo  ? + slmpdo  relation  to  the  fundamental  frequency 

known  ™G1lla'fcor*.1  Providing  the  harmonic  relationship  is 

in  terrm^n-  « Ca?  bc'inade  at  a great  number  of  frequencies 

m t urrns  of  a single  standard  frequency.  • 4 
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. If  f is, the  fundamental  frequency  of  the  piezo  oscillator 
which  is  being  used  and  F the  fundamental  frequency  of  the 
auxiliary  generator  which  gives  zero  beat,  then 

af  = bF 

where  a and  b are  integers  (l,  2,  3,  4-,  etc.)* 

The  procedure  is  simplest  when  the  ratio  of  the  received 
radio  frequency  to  tne  nominal  frequency  of  the  piezo  oscilla- 
tor to  be  standardized  is  a fairly  small  integer,  less  than  100. 
For  instance,  secondary  standards  whose  fundamental  frequencies 
are  5 0 , 100,  200,  500,  or  1000  kc/s  can  be  measured  very  simply 
in  terms  of  the  emissions,  and  these  secondary  standards  may  be 
advantageously  used  in  turn  to  calibrate  other  apparatus.  It 
is,  however,  possible  to  use  the  emissions  to  establish  accurate- 
ly any  desired  frequency. 

Examples  of  Measurement  Method. - Suppo se  it  isrequlred  to 
measure  the  frequency  of  a piezo  oscillator,  the  approximate  fre- 
quency of  which  is  700  kc/s,  in  terms  of  tne  5>000-kc  standard 
frequency  emissions. 

If  the  radio  generator  is  set  at  100  kc/s,  the  50th  harmonic 
(5000  kc/s)  will  beat  with  the  5000~kc  emission,  and  the  7th  har- 
monic (700  kc/s)  will  beat  with  the  fundamental  of  the  piezo  os- 
cillator . 

The  5000-kc  standard  frequency  emission  is  received  first 
and  identified  with  the  receiving  set  in  the  generating  condition. 
The  radio  generator  is  then  turned  on  and  adjusted  to  near  100 
kc/s.  This  should  give  a beat  note  with'  the  frequency  generated 
by  the  receiving  set.  The  regeneration  of  the  receiving  set  is 
then  reduced  until  the  set  just  stops  generating.  A beat  note 
should  then  be  heard  which  will  in  general  be  of  less  intensity 
than  that  previously  heard.  This  is  the  beat  between  the  50th 
harmonic  of  the  radio  generator  and  the  frequency  of  the  incom- 
ing.wave.  This  beat  note  should  be  reduced  to  zero  frequency 
by  adjusting  the  radio  generator.  For  most  precise  work,  this 
adjustment  should  be  made  by  using  a beat-frequency  indicator 
or  other  means  of  indicating  exact  zero  beat.  A simpler  and 
equally  accurate  substitute  is  to  bring  in  a tuning  .fork  as 
described  below.  However,  for  a simple  discussion  of  the  steps 
involved  in  the  measurement,  it  will  be  assumed  that  an  accu- 
rate zero-beat  setting  is  obtained. 

‘The  radio  generator  is  therefore  precisely  adjusted  so  that 
it  has  a frequency  of  100  kc/s.  Without  changing  its  adjustment, 
couple  the  piezo  oscillator  to.  it  loosely.  'A  beat  note  should  be 
heard  in  the  telephones  in  the  output  of  the  piezo  oscillator  un- 
less the  frequency  given  by  the  piezo  oscillator  is  an  exact 
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multiple  of  100  kc/s.  Suppose,  for  example,  it  is  700*520  kc/s. 
In  this  case  a beat  of  520  cycles  per  second  will  be  heard.  To 
determine  the  value  of  this  note,  the  audio  generator  must  be 
used. 


The  frequency  of  the  beat  note  and  the  frequency  of  the 
audio  generator  may  be  compared  by  using  sing'le  phone  units 
from  each  source  and  rapidly  interchanging  them  at  the  ear. 

If  sufficient  intensity  is  available  from  the  two  sources  then 
the  two  audio  frequencies  will  combine  and  beats  may  be  heard 
by  the  ear  when  the  audio  generator  is  closely  adjusted.  For 
exact  zero  beat  the  frequency  of  the  adjustable  audio  generator 
gives  the  difference  in  frequency  between  the  Jth  harmonic  (700 
kc/s)  of  the  generator  adjusted  to  100  kc/s  and  the  fundamental 
of  the  piezo  oscillator. 

Fig.  1 gives  a diagrammatic  representation  of  the  frequen- 
cies used.  It  is  necessary  to  determine  whether  the  piezo  os- 
cillator frequency  is  higher  or  lower  than  700  kc/s.  This  can  be 
done  by  varying  the  frequency  of  the  radio  generator.  If  increas- 
ing the  frequency  of  this  generator  results  in  decreasing  the 
beat  note,  then  the  piezo  oscillator  frequency  is  higher  than 
the  reference  frequency,  that  is,  the  audio  frequency  is  to  be 
added  to  720  kc/s.  If  the  reverse  is  true,  then  the  audio  fre- 
quency is  to  be  subtracted. 

Use  of  Audio-Frequency  Note  in  Measurement A change  in  the 
method  described  above  which  docs  not  require  a beat  indicator, 
is  to  adjust  the  radio  generator  to  have  a known  frequency  dif- 
ference with  the  incoming  wave  by  means  of  matching  with  that  of 
a tuning  fork  of  known  frequency  such  as  1000  c/s.  This  method 
is  more  complicated  in  calculation  because  a record  must  be  made 
of  four  factors,  (l)  as  to  whether  the  radio . generator  was  ad- 
justed higher  or ■ lower  than  zero  beat,  (2)  the  frequency  differ- 
ence, (3)  the  harmonic  relation  between  the  standard  signal  and 
the  radio  generator,  and  (4)  the  harmonic  relation  between  the 
radio  generator  and  the  piezo  oscillator.  The  harmonic  rela- 
tions, however,  come  in  to  any  method  of  measurement  of  this  kind. 
The  measurements  involving  the  use  of  the  tuning  fork  for  adjust- 
ing the  generator  to  give  a beat  note  1,000  cycles  below  the 
5,000-kc  signal  would  be  made  as'  follows,  and  are  shown  dia- 
grammat ically  in  Fig.  2.  Sot  generator  from  approximate  zero 
beat  at  100  kc/s  to  99*99  kc/s.  The  59th  harmonic  is  99*99  x 59 
= 4,999.0  kc/s  (beats  with  5? 000  kc/s  in  receiver  which  is  not 
oscillating  and  gives  a 1000-cycle  note).  The  7^'h  harmonic  of 
the  generator  (99*99  x 7 - 699*96  kc/s)  may  now  be  heard  beating 
in  the  telephones  of  the  piezo' oscillator  which  is  known  to  be 
approximately  700  kc/s.  If  this  value  were  exactly  700,  a note 
of  700.000  - 699*96o  kc/s  or  l4o  c/s  would  be  heard.  However, 
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the  beat  note  produced  is  matched  with  a corresponding  note 
from  the  audio  generator.  If  the  piezo  oscillator  had  the 
freauency  of  700 • 520  kc/s  as  assumed  previously,  the  audio- 
frequency note  measured  would  have  been  700. 520  - 699»2>60  = 
0.66®  kc/s  or  660  c/s. 

Whether  to  add  or  subtract  the  audio-frequency  note  of 
660  c/s  to.,  the  known  frequency  of  699^060  kc/s  would  be  de- 
cided as; follows  when  the  radio-frequency  generator  was  set 
lower  than  the  standard  frequency  signal.  If  lowering  the 
frequency  of  the  radio  generator  increases  the  beat  note 
(660  c/ s in  this  case),  add  the  beat  note  frequency,  or  if 
increasing  the  frequency  of  the  radio  generator  decreases  the 
beat  note,  add  the  beat  note  frequency. 


Fig.  1 
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The  measurement  could  also  be  made  by  adjusting  the  generator 
to  100. Q20  kc/s  using  the  1000-cycle  tuning  fork,  as  in  Fig.  3. 

The  ^Oih  harmonic  is  100.020  x 50  = 5001  kc/s  which  beats  with 
the  standard  frequency  signal  of  5000  kc/s  and  produces  a 1000- 
cycle  note.  A certain  audio-frequency  note  is  produced  in  the 
telephones  of  the  piezo  oscillator,  which  is  matched  with  a 
similar  note  from  the  audio  oscillator  as  before.  If  loxfering 
the  frequency  of  the  radio  generator  reduces  the  audio-frequency 
note  heard,  subtract  it  from  the  known  frequency  of  700.l4o  kc/s, 
or  if  increasing  the  frequency  of  the  radio  generator  increases 
the  audio  note,  subtract  it.  The  audio-frequency  note  heard 
with  a piezo  oscillator  having  the  assumed  frequency  would  be 
330  c/s,  hence  700.140  + 0.330  = 700.520  kc/s. 

Part  2.  Checking  Broadcast  Frequency  Standards. 

A.  Integral  Sub-multiples  of  Emission  Frequency. 

The  frequencies  which  are  integral  sub-multiples  of  the 
emission  frequency  are  most  easily  measured.  For  the  emission 
frequency  of  5000  kc/s  there  are  only  two  broadcast  frequencies, 
1000  and  1250  kc/s,  which  bear  this  relation.  The  fifth  harmonic  . 
of  1000  kc/s  is  5000  kc/s.  If  a 1000-kc/  oscillator,  whether  a 
transmitting  set  or  frequency  standard,  is  ooupled  to  a radio  re- 
ceiver tuned  to  5000  kc/s  at  a time  when  the  standard  signal  is 
being  received,  a heterodyne  note  will  be  produced  which  is  equal 
to  the  frequency  difference  between  the  ^>th  harmonic  of  the  1000- 
ko,  oscillator  and  the  standard  signal.  Assuming  that  the  nom- 
inal value  of  the  1000-kc/  oscillator  is  known,  all  that  remains 


7- 
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in  order  to  measure  the  frequency  accurately,  is  to  determine 
the  frequency  of  the  beat  note  and  whether  the  frequency  is 
higher  or  lower  than  the  standard  signal.  This  is  done  when 
the  radio  receiver  is  not  in  the  generating  condition.  The 
i!  ; most  convenient  method,  if  the  beat  note  is  in  the  audible 
it  range,  is  to  match  it  with  a known  audio  frequency  produced  by 
-•  a calibrated  audio  oscillator.  The  direction  of  the  deviation 
® is  most  easily  determined  by  making  a slight  change  of  known 
direction  in  the  unknown  frequency.  If  an  increase  in  the 

Is  unknown  frequency  increases  the  frequency  of  the  beat  note 
the  unknown  frequency  is  high.  If  an  increase  in  the  unknown 
frequency  decreases  the  frequency  of  the  beat  note,  the  unknown 
■ frequency  is  low.  Conversely,  if  a decrease  in  the  unknown  fre- 
quency increases  the  frequency  of  the  beat  note  the  unknown  fre- 
quency is  low,  end  if  a decrease  in  the  unknown  frequency  de- 
creases the  frequency  of  the  beat  note,. the  unknown  frequency 
is  high.  If  the  audio  frequency  to  be  measured  is  between  5 
and  200  c/ s , the  audio-frequency  arrangement  described  in  a 
previous  Bureau  publication^/  by  N.  P.  Case  can  be  used  with  a 
very  high  degree  of  accuracy.  If  the  audio  frequency  is  still 
lower  and  goes  below  the  range;  of  the  audio-frequency  amplifier, 
it  is  necessary  to  provide  a carrier  for  this  audio-frequency 
note.  This  is  done  by  making  the  radio  receiver  generate  and 
adjusting  the  resulting  beat  • note,  so  that  it  Is  approximately 
1000  c/s.  A fluctuation  in  the  amplitude  of  this  1000-cycle 
note,  which  has  a frequency  equal  to  the  frequency  difference 
between  the  two  radio  frequencies,  will  then  be  heard.  If  it 
is  only  desired  to  readjust  the. unknown  frequency  to  agreement 
with  the  standard  signal,  it  is  a simple  matter  to  adjust  to 
zero  beat.  The  same,  method  can  be  used  for  a frequency  of 
1250  kc/s.  Precaution  must  be  taken  to  make  it  possible  to 
combine  the  signals  with  approximately  equal  intensity.  Some 
difficulty  in  this  respect  may  be  expected  if  measurements  are 
made  when  the  transmitter  i,s  operating  unless  the  harmonics  are 
very  completely  suppressed. 

A station  frequency  monitor  which  utilizes  a piezo  oscilla- 
tor having  a frequency  of  1000  or  12q0  kc/s  can  be  measured  or 
adjusted  to  frequency  in  a similar  manner.  If  the  radio  trans- 
mitter is  operating,  the  measurement  can  be  made  indirectly  in 
terms  of  the  transmitter  in  the  following  manner.  Measure  the 
frequency  of  the  radio  transmitter  in  terms  of  the  5000-kc 
signal  and  simultaneously  read. -the  frequency  as  indicated  by 
the  frequency  deviation  meter  on  the  monitor.  The  two  frequen- 
cies should  agree.  If  they  do  not,  adjust  the  frequency  monitor 
until  the  deviation  meter  indicates  the  correct  frequency  devia- 
tion. It  may  be  desirable  to  measure  the  frequency  monitor  direct- 
ly against  .the  standard  signal  ah- a time  when  the  radio  trans- 

mitter  is  not  operating. - _ 

NT/ 

Y See  Reference  (32),  Part  3. 
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If  the  frequency  monitor  is  of  the  type  which  is  adjusted 
to  exactly  1000  or  1250  kc/s,  the  measurement  can  be  made  the 
same  as  in  the  case  of  the  radio  transmitter.  However,  if  the 
monitor  is  set  high  or  low  by  5°0  or  1000  c/s , it  will  be  neces- 
sary to  make  use  of  an  audio  oscillator  to  determine  the  value 
of  the  audio  beat  frequency.  In  the  case  of  a monitor  which  has 
a frequency  of  999*500  or  1000. 500  kc/s,  the  beat  note  to  be 
measured  would  be  2500  c/s.  As  five  cycles  variation  in  the 
beat  note  is  only  1 part  in  10°,  any  audio  oscillator  which 
would  be  constant  to  5 or  1°  0/ s would  be  adequate.  In  the 
case  of  a monitor  which  has  a frequency  of  999*000  or  1001,000 
kc/s  a 5000-cycle  note  would  be  produced.  Similarly  for  1250 
kc/s,  audio-frequency  beat  notes  of  2000  and  4000  of s would  have 
to  be  measured.  The  general  relation  is  that  the  audio- 
frequency note  produced  by  heterodyning  the  monitor  frequency 
and  the  5000-kc  standard  signal  is  equal  to  the  product  of  the 
number  of  cycles  the  monitor  is  set  high  or  low  and  the  ratio 
of  5000  to  the  nominal  value  of  the  monitor. 

The  same  principles  may  be  followed  for  the  10,000  and 
15,000-kc  emissions, 

3,  Measurements  with  Auxiliary  Generator  for  Frequency 

Multiples  of  50. 

Measurements  of  any  of  these  frequencies  require  the  use 
of  an  auxiliary  generator  in  addition  to  the  high-frequency  re- 
ceiver. The  auxiliary  generator  may  be  a piezo  oscillator  or 
it  may  be  a manually  controlled  oscillator.  If  a piezo  oscil- 
lator of  the  desired  frequency  is  available,  it  is  desirable  to 
use.  one.  In  this  case  a distorting  amplifier  is  necessary  in 
order  to  bring  out  the  harmonics  so  that  the  beat  against  the 
standard  signal  can  be  easily  heard.  This  piezo  oscillator 
should  be  provided  with  a vernier  frequency  ad justment//  so  that 
it  can  be  readily  adjusted  to  agreement  with  the  5000-kc  stan- 
dard in  the  manner  previously  described.  After  this  is  done 
the  monitor  or  radio  transmitter  can  be  measured  in  terms  of 
harmonics  of  the  auxiliary  generator.  If  a manually  controlled 
generator  is  used,  the  L ratio  must  be  low  so  that  the  frequency 

C 

can  be  easily  adjusted  to  zero  beat  with  the  standard  frequency, 
and  readily  held  on  that  frequency,  ~~ 


There  are  two  main  factors  which  determine  the  frequency  to 
which  the  auxiliary  generator  should  be  adjusted.  The  first  is 
that  its  frequency  must  have  an  integral  relationship  with  the 
standard  frequency  and  the  frequency  to  be  measured.  The  second 
is  that  the  harmonic  which  is  heterodyned  with  the  standard  fre~ 
quency  must  be  of  sufficient  intensity  to  produce  a beat  note 


See  references  (21)  and  (75),  Part  3. 
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which  is  easily  recognized.  Taking  both  factors  into  account 
the  best  result  is  attained  if  the  frequency  of  the  auxiliary 
generator  is  the  highest  common  factor  of  the  standard  frequen- 
cy and  the  frequency  to  be  measured.  There  is  one  other  con- 
i-  sideration  in  the  case  of  a manually  controlled  auxiliary  gen- 
erator and  that  is,  the  lower  its  frequency,  the  less  trouble 
is  is  experienced  in  holding  it  at  zero  beat  against  the  standard 
frequency.  The  following  table  indicates  the  broadcast  fre- 
quencies which  can  be  measured  in  terms  of  the  5000-kc  standard 
frequency  emission  by  means  of  a high-frequency  radio  receiver 
and  an  auxiliary  generator.  It  will  be  understood  that  the 
table  gives  all  broadcast  frequencies  which  are  multiples  of 
50,  but  does  not  indicate  more  than  one  generator  frequency 
■e  for  these  frequencies  except  for  1000  and.  15OO  kc/s. 


broadcast  Frequencies  Measurable  with  Auxiliary  Generator 


Frequen cy  of  Auxiliary  Generator  in  kc/s. 


<500 

200 

100 

50 

1000 

600 

700 

550 

1500 

goo 

900 

650  ' 

1000 

1100 

750 

1200 

1300 

350 

14-00 

1500 

950 

1050 

1150 

1250 

1350  ■ 

1450 

As  an  example  of  this  method  of  measurement,  assume  the  fre- 
quency of  the  radio  transmitter  to  be  1150  kc/s.  The  radio  re- 
ceiver, in  the  generating  condition,  is  tuned  until  the  5000“kc 
standard  frequency  signal  is  heard.  The  auxiliary  generator, 
set  on  approximately  50  kc/s,  is  then  turned  on  and  the  frequency 
varied  until  a second  audio  frequency  is  heard  on  the  Output  of 
the  high-frequency  receiver.  If  the  radio  receiver  is  then  ad- 
justed so  that  it  does  not  generate,  the  auxiliary  generator  can 
be  set  to  zero  beat  with  the  standard  frequency  signal.  If  the 
radio  receiver  is  again  made  to  generate,  the  auxiliary  generator 
can  be  easily  set  to  agreement  with  the  standard  frequency  signal 
as  previously  explained.  The  rough  adjustment  to  zero  beat  must 
be  made  when  the  radio  receiver  is  in  the  non-generating  condition, 
otherwise  there  is  danger  of  setting  to  zero  beat  between  the  two 
audio  frequencies  or  harmonics  of  the  audio  frequencies.  If  a 
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piezo  oscillator  is  used,  this  precaution  is  unnecessary.  A de- 
tector-amplifier is  set  up  so  as  to  receive  portions  of  the  out- 
puts of  the  auxiliary  generator  and  the  1150-kc  radio  trans- 
mitter, Fig.  4.  The  output  of  the  amplifier  will  give  the  audio 
beat-frequency  between  the  23d  harmonic  of  the  auxiliary  genera- 
tor and  the  1150  kc/s  of  the  radio  transmitter.  If  this  audio 
frequency  is  reduced  to  zero  as  indicated  on  a visual  beat  in- 
dicator the  transmitter  frequency  will  be  in  exa.ct  agreement 
with  tne  standard  frequency  signal.  One  person  can  make  this 
adjustment,  as  an  aural  indication  may  be  used  for  the  auxiliary 
generator  and  a visual  one  for  the  transmitter  adjustment. 


Fig.  4, 


If  a piezo  oscillator  is  used  as  the  auxiliary  generator, 
it  need  only  be  checked  against  the  standard  frequency  signal 
at  intervals. 
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C.  Measurement  of  Any  Broadcast  Frequency. 

• The  methods  of  measurement  given  in  the  preceding  para- 
o graphs  are  applicable  to  twenty  of  the  frequencies  in  the  broad- 
~ cast  band.  The  highest  common  factor  of  5^00  and  the  remaining 
broadcast  frequencies  is  10.  The  frequency  of  the  auxiliary 
generator  must  therefore  be  10  kc/ s if  the  other  broadcast  fre- 
quencies are  to  be'  checked  readily  in  terms  of  the  5000~kc 
emissions o • The  beat  note  between  the  500th  harmonic  of  the 
y 10-kc  generator  and  the  5000-kc  emission  would  not  be  loud 
enough  to  be  heard  distinctly.  The  simplest  solution,  there- 
fore, is  to  set  the  auxiliary  generator  on  100  kc/s  and  let  it 
control  a 10-kc  multivibrator.  The  beat  against  the  standard 
frequency  signal  could  then  be  heard  easily  and  the  harmonics 
of  the  10  kc/s  would  heterodyne  equally  well  with  frequencies 
in  the  broadcast  band.  It  is  evident  that  with  this  equipment, 
all  assigned  frequencies  in  the  broadcast  band  can  be  checked 
against  the  5000-kc  standard  frequency  signal,  Figure  5- 


jsh 


pick-up  from  transmitter 


c 

o 


or  monitor . 


Fig.  5» 
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There  are  some  cases  in  which  a frequency  can  he  measured 
by  more  than  one  of  the  methods  indicated.  The  question  arises 
ag  to  the  advantages  and  disadvantages  of  the  various  possibili- 
ties or  as  to  how  existing  equipment  might  be  brought  into  use. 
The  first  method  is  applicable  to  only  two  frequencies.  It  pro- 
vides the  most  accurate  check  for  frequencies  which  are  -very 
near  the  harmonic  value.  For  monitors,  however,  which  are  set 
high  or  low  by  gOO  or  1000  c/s,  the  audio  frequency  which  must 
be  measured  is  so  high  that  it  is  very  difficult  to  determine 
its  value.  This  method  is  further  handicapped  by  the  fact  that 
if  the  measurements  are  made  in  the  transmitting  station  when 
the  power  amplifier  is  operating,  the  harmonic  which  is  picked 
up  on  the  receiver  may  be  so  strong  that  it  will  block  the  re- 
ceiver, If  that  is  the  case  it  would  be  necessary  to  locate 
the  receiver  at  some  distance  from  the  transmitter  and  use  a 
line  between  transmitter  and  receiver. 

The  second  method  requires  an  auxiliary  generator  and  de- 
tector-amplifier in  addition  to  the  equipment  used  in  the  first 
method.  A small  error  may  be  introduced  in  this  method  in  the 
adjustment  of  the  auxiliary  generator.  If  a piezo  oscillator  is 
used  this  error  is  negligible.  The  error  is  much  greater  if  a 
manually- controlled  oscillator  is  used.  In  either  case,  however, 
it  should  not  be  more  than  a few  parts  in  a million.  This  method 
is  applicable  to  20  of  the  broadcast  frequencies,  and  is  much 
more  satisfactory  for  checking  monitors  which  are  set  off-frequen 
because  the  audio  frequency  to  be  measured  equals  the  amount  the 
monitor  is  set  high  or  low.  If  a harmonic  amplifier  is  coupled 
to  the  auxiliary  generator  so  that  sufficient  voltage  is  provided 
the  measurement  of  the  monitor  cam  be  read  directly  on  the  visual 
indicator  provided  with  that  unit. 

It  is  necessary  to  use  the  third  method  in  checking  the  re- 
maining 76  broadcast  frequencies.  This  method  requires  a high- 
frequency  receiving  set,  auxiliary  generator,  10-kc  multivibrator 
detector-amplifier,  and  audio- frequency  measuring  equipment.  The 
accuracy  of  this  method  is  the  same  as  of  the  second  method. 

Part  3„  Standard  Audio  Frequency 

The  emissions  each  Wednesday  afternoon  are  modulated  by  an 
audio  frequency,  which  is  usually  1000  cycles  per  second.  As 
these  emissions  are  somewhat  experimental,  a different  audio 
frequency,  such  as  5^00  or  10,000  c/s,  is  sometimes  used.  The 
presence  of  the  audio  modulation  frequency  does  not  impair  the 
use  of  the  carrier  frequency  as  a standard,  to  the  same  high 
accuracy  as  in  the  CW  emissions.  The  same  carrier  frequencies 
cind  the  same  time  schedule  are  used  in  these  emissions  as  in 
the  CW  emissions.  - 
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Transmission  effects  in  the  medium  (Doppler  effect,  fading, 
etc.)  sometimes  result  in  slight  fluctuations  in  the  frequency  as 
received  at  a particular  place.  Under  some  conditions,  momentary 
fluctuations  as  great  as  1 cycle  per  second  may  occur  in  the  audio 
modulation  frequency.  It  is  generally  possible,  however,  to  use 
the  audio  frequency  with  an  accuracy  better  than  a part  in  a 
million  by  selecting  that  one  of  .the  three  carrier  frequencies 
which  has  the  least  fading. 

The-  radiated  pqwer  in  these  audio- frequency  emissions  is  only 
one  kilowatt;  nevertheless  they  are  usable  under  favorable  condi- 
tions of  noise  and  interference  throughout  the  United  ..States,  Dur- 
ing the  first  two  and  the  last  two  minutes  of  the  one-hour  emission 
on  each  carrier  frequency,  announcements  are  given  by  voice,  which 
include  the  station  call  letters  and  a statement  of  the  carrier 
frequency  and  the  audio  modulation  frequency. 

This  audio  frequency  service  provides  a standard. for  scien- 
tific or  other  measurements  requiring  an  accurate  audio  frequency 
or  time  rate,  . r 

The  service  may  be  utilized  with  very  simple  equipment. 

Using  any  receiving  set  capable  of  receiving  the  signals,  the 
standard  audio  frequency  is  directly  delivered  at  the  output 
terminals  of  the  set.  This  frequency  may  - be.  used  for  comparison 
with  a local  frequency  and  thus  accurately  measuring  the  latter, 
for  control  of  some  type  of  frequency  standard,  or  for  production 
of  an  accurate  standard  of  time  rate.  By  the  use  of  harmonic 
amplifiers  or  multivibrators  to  step  up  or  down  either  the  in- 
coming standard  frequency,  the  local  frequency,  or  both,  measure- 
ments may  be  made  very  conveniently  as  well  as  accurately.  The 
following  list  gives  a number  of  basic  methods  which  have  been 
found  practicable. 
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Methods  of  Utilizing;  Received  Audio  Frequency 


A . Chocking  a frequency, 

1,  Comparison  of  received  and  local  frequencies,  by  timing' 

change  of  cathode-ray  oscillograph  pattern, 

a.  Direct  comparison 

b0  Using  harmonic  amplifier,  to  step  up. 
c,  Using  multivibrator,  to  step  down. 

2,  Comparison,  by  recording  both  frequencies  with  an  oscil- 

lograph and  graphic  recorder. 

a.  Direct  comparison 

b.  Using  harmonic  amplifier,  to  step  up. 

c.  Using  multivibrator,  to  step  down. 

3,  Comparison,  by  recording  beats  on  a graphic  recorder. 

a.  Direct  comparison. 

b.  Using  harmonic  amplifier,  to  step  up. 

c.  Using,  multivibrator , to  step  down. 

4,  Counting  of  beats  between  harmonics. 

B.  Control  of  a source  of  frequency 
13  Tuning'  fork. 

2.  Audio-frequency  oscillator. 

3.  Radio-frequency  oscillator. 

C.  Production  of  a time  rate  standard. 


In'  any  of  these  methods,  whether  it  will  be  more  accurate  and 
convenient  to  utilize  the  frequency  directly  or  to  use  harmonics 
or  subharmonics  depends  upon  the  magnitude  and  character  of  the- 
frequency  to  be  checked  or  controlled,  the  equipment  available, 
and  the  circumstances  of  the  radio  reception.  For  some  purposes 
a combination  of  two  or  more  methods  is  useful. 

The  effects  of  fluctuations  of  amplitude  and  phase  of  the 
received  audio  frequency  may  be  markedly  reduced  by  the  use  of 
automatic  volume  control  and  filters.  Filters  also  have  the  ad- 
vantage of  minimizing  interfering  electrical  noise.  An  effective 
filter  for  1000  cycles  per  second  is  a tuning  fork  or  a vibrating 
steel  reed;  another  is  a synchronous  motor-generator.  For  higher 
frequencies,  magnetostriction  bams  or  piezoelectric  quartz  plates 
are  good  filters. 

When  multiplying  from  1000  c/s  it  is  necessary  to  use  very 
selective  apparatus  to  remove  1000-cycle  sidebands  from  the  output 
of  the  multiplying  device.  For  this  purpose  a quartz  plate  filter 
(at  50  kc/s,  for  example)  has  been  found  to  be  very  good. 
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In  methods  A,  either  high  or  1 ow  standard  frequencies  may 
he  produced  by  using  harmonics  or  subharmonics  and  amplifying 
as  desired.  Standards  of  low  audio  frequency  (e.g, , 60  cycles 
per  second)  are  easily  produced  by  operating  a synchronous  motor 
on  the  amplifier  output,  with  a-c  generators  of  the  desired  fre- 
quency mounted  on  the  same  shaft. 

In  frequency  comparisons,  if  the  received  standard  frequency 
is  sufficiently  free  from  fluctuations  of  amplitude  or  phase, 
it  is  generally  found  advantageous  to  make  the  comparison  at  some 
harmonic  such  as  10,000  or  100,000  cycles  per  second.  For  example, 
consider  the  use  of  method  Al.  The  two  frequencies  are  -applied 
to  the  two  pair's  of  plates  of  a cathode-ray  tube  and  their  fre- 
quency difference  is  determined  by  timing  the  shift  of  the  pattern 
on  the  screen  through  one  or  more  complete  cycles.  A high  accuracy 
of  comparison,  better  than  a part  in  a million,  for  example,  may 
be  secured  by  timing  for  15  minutes  when  the  comparison  is  made  at 
1000  cycles  per  second,  but  may  be  secured  by  timing. for  only  9 
seconds  when  the  comparison  is- made  at  100,000  cycles  per  second. 

The  greater  the  fluctuations  of  the  received  standard  fre- 
quency, the  lower  must  be  the  harmonic  at  which  the  observations 
are  made  a\id;  the  longer  the  time  required -for  the  determination. 
Fortunately,  such  longer  time  of.  observation  tends  to  eliminate 
any  error  in  the  result  due  to  the  fluctuation.  The  better  the 
accuracy  required,  the  longer  must  be  the  time  of  observation. 

It  may  be  desirable  .to  multiply  either  the  incoming  standard 
frequency,  the  local  frequency,  -or  both.  Frequencies  can  be  mul- 
tiplied quite  simply  by  means  of  tuned  harmonic  amplifiers. 

Another  means  is  the  use  of  frequency  doublers  utilizing  two  tubes 
connected  with  their  grids  in  a push-pull  arrangement  and  th.eif._ 
plates  in  parallel.  It  is  convenient  to* have  the  incoming  1000- 
cycle  frequency  control  a multivibrator  and  step  up  in  frequency 
from  that. 

The  use  of  the  cathode-ray  oscillograph  has  a number  of  ad- 
vantages. It  simplifies  the  differentiating  of  amplitude  varia- 
tions and  interfering  noise  from  phase,  changes.  Also,  if  a linear 
sweep  circuit  controlled  by  the  local  frequency  is  used,  one  can 
tell  readily  whether  the  local  frequency  is  higher  or  lower  than 
the  standard  modulation  frequency.  If  the  oscillograph  beam  is 
swept  from  left  to  right  and  the  standing  wave  moves  to  the  left 
the  local  frequency  is  low;  if  the  standing  wave  moves,  to  the 
right  the  local  frequency  is  high. 

In  method  A2,  use  is  made  of  any  type  of  high-speed  recording 
oscillograph  that  may  be  available.  A requirement  is  that  the 
time  displacement  be  sufficient  to  separate  the  individual  cycles 
so  that  the  record  can  be  readily  analyzed.  In  this  method  the 
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two  frequencies  are  recorded  simultaneously  on  the  same  film, 
which  permits  a direct  comparison  by  means  of  measurements  of  the 
photographic  or  other  trace*  If  the  speed  of  the  recorder  will 
not  give  sufficient  time  displacement  of  the  1000  c/s,  the  re- 
ceived  signal  can  be  stepped  down  to  a desired  value  by  means  of 
a multivibrator. 

In  method  A3,  the  frequency  difference  between  the  standard 
and  the  local  frequency  is  measured  by  combining  the  two,  ampli- 
fying the  beat  frequency,  and  rectifying  by  means  of  a detector 
(e.g. , copper  oxide  rectifier  or  diode  detector),  A double  diode 
triode  tube  is  convenient  for  both  the  amplifying  and  rectifying, 

A d-c  meter  can  be  used  as  a visual  indicator,  and  a relay  can  be 
used  to  operate  a.  counter.  The  direct  voltage  output  can  also  be 
recorded  on  a graphic  recorder.  If  the  rate  at  which  the  recorder 
paper  moves  is  controlled  by  a synchronous  motor,  or  some  type  of 
time  marker  is  used,  a very  satisfactory  measure  of  the  frequency 
differences  can  be  made.  This  method  is  limited  to  quite  small 
frequency  differences.  If  audio  frequencies  are  compared  directly 
rather  than  by  their  harmonics,  the  method  requires  the  operation 
of  the  equipment  for  a considerable  time. 

When  it  is  desired  to  check  a local  frequency  which  is  lower 
than  1000  c/s  (e.g,,  60  c/s),  the  procedure  is  to  multiply  the 
local  frequency  up  to  a frequency  which  can  be  compared  directly' 
with  the  standard  modulation  frequency  or  some  harmonic  of  it. 

In  the  case  of  60  c/s  it  would  be  multiplied  by  5?  divided  by  3? 
and  in  turn  multiplied,  by  10  (or  in  two  steps,  by  5 and  then  by 
2),  which  would  give  an  output  of  1000  c/s.  The  received  stan- 
dard 1000-cycle  frequency  would  conceivably  be  divided  by  the 
proper  steps  and  compared  directly  against  60  c/s,  but  this  would 
result  in  a lower  accuracy  of  comparison  or  would  require  a longer 
time  to  make  a measurement. 

In  method  a4,  the  beats  can  be  counted  by  the  aid  of  either 
aural  or  visual  indication,  A combination  of  the  two  means  is 
often  very  convenient.  Very  great  accuracy  can  be  obtained  by 
using  harmonics  such  as  to  make  frequencies  of  the  order  of 
100,000  cycles  per  second.  Broadcast  radio  frequencies  can 
be  checked  by  having  the  standard  1000  c/s  control  a 10-kc 
multivibrator  or  oscillator  and  using  harmonics  of  its  output 
in  the  manner  described  in  Part  2, 

The  accurate  control  of  a source  of  frequency  (B  in  above 
list)  involves  the  use  of  an  automatic  means  of  keeping  a local 
source  of  frequency  in  agreement  with  the  received  standard  audio 
frequency  or  a harmonic  or  subharmonic.  Where  the  local  source 
of  frequency  is  a mechanical  device,  such  as  a tuning  fork  or 
synchronous  motor-generator,  its  inertia  is  useful  in  carrying 
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along  ' t Mr  oiigh  periods.  of  ' rapid fluctuant  ion  of  amplitude  or  phase 
of  the  received  frequency.  Aiiy  local  source  can  usually  he  so  de-  ■ 
signed  as  to  operate  through  considerable  fading  or  phase  shifts 
of  tlie  received  frequency. 

If  the  local  source*  is  ac  1000-cycle  tuning-fork'  it  can  be 
driven  directly  from  the"  received  1000-cycle  frequency.  In  this 
application  it  is  necessary  that  the  adjustment  of  the  fork  be 
such  that  its  natural  frequency  is  in  agreement  with  the  driving 
frequency  within  rather  narrow  limits.  In  one  particular  instal-  *■ 
lation  it  was  found  that  the  fork  had  to  .be  in  agreement  with  the 
received  .frequency  within  a few  parts  in  10,000.  These  limits 
depend  in  any  particular  case  on  such  factors  as  the  driving  vol- 
tage and  the  mass  of  the  fork. 

The  standard  audio  frequency  can  similarly  be  used  to  control 
a multivibrator  at  the  fundamental  or  a multiple  or  submultiple 
frequency.  The  multivibrator  frequency  can  be  multiplied  by  means 
of  tuned -harmonic  .amplifiers  do  'higher  frequencies  as. ."desired. 

It  is  also  possible  to  multiply  the  standard  audio,  frequency  by 
means  of  harmonic  amplifiers. . .to  radio  frequencies  and  control  a 
radio- frequency  oscillator. 

A simple  means.. -of  . producing  a time -rate, standard  (method  C) 
from  the  received  standard  audio  frequency.  i.s;  to  use  an  a-c 
generator  of  any  desired  frequency  mounted' on  the  same  shaft 
with  a synchronous  motor  ‘driven  by  an  amplified  alternating  vol- 
tage from  the  received  frequency.'  Such  a generator  can  operate 
an  electric  clock.  Thus 'may'  be  provided  a standard  of  time  rate 
for  short  periods,  as  well  as  of  .frequency,  of  an  accuracy  not 
generally  hitherto  available  to  laboratories  from  any  service. 
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